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CALIBREATION OF MESURING INSTRUMENTS 2022-2023
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J MESUARING TAPE FREEMANS MT-O5 O-5 MTR

22t 420 17.10.2022 14.r0.2023 0.5 I
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0-150 0.01 22t 417 r7.10.2022 t4.r0.2023 lp lp
6 EXTERNAL MICROMETER MITUTOYO MM-150

0.0r 22t 424 17.10.2022 t4.10.2023 6tr l0 tt
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l_1 VERNIER CALIPER AEROSPACE 5a/4''nl lO. tt> n 0-600

c224t5441N/M/01 16.05.2022 02.05.2023 16 tr 16 tt
14 DIAL VERNIER CALIPER lNSlzE/1312-300A '"a /t'<v! /o oO 0-300 0.02 MM

0.1 c )znqze 17.10.2022 14.10.2023 001 0.01
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PRESSURE GAUGE CALIBREATION
Date Wise Arranqed

SCHEDULE RECORD
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1 Pressure Gauge Fiebig PG-4.2-08 o-4.2 0.10Kg/Cm'z 22080096/PR/t 23-08-2022 22-08-2023 2.61%

2 Pressure Gauge Fiebig PG-07-09 o-7 0.20 Kg/Cm2 22080096/PR/2 23-08-2022 22-08-2023 L.03%

3 Pressure Gauge Iiebig PG-14-10 o-\4 O.2OKg/Cm2 22080096/PR/3 23-08-2022 22-08-2023 2.32%

+ Pressure Gauge Fiebig PG-17.5-11 0-L7.5 0.50 KglCm'? 22080095/PRl4 23-08-2022 22-08-2023 0.58%

5 Pressure Gauge Fiebig PG-77.5-t2 0-17.5 0.50 KglCm'z 220800s6/PR/s 23-08-2022 22-08-2023 0.29%

6 Pressure Gauge Febg PG-28-13 0-28 1.0 KglCm'z 22080096/PR/6 23-08-2022 22-08-2023 L.59%
1 Pressure Gauge Febg PG-28-r4 0-28 1.0 KglCm'z 22080096/PRl7 23-08-2022 22-08-2023 L.1.4%

8 Pressure Gauge Fiebig PG-28-15 0-28 1..0 Kg/Cm2 22080096/PR/9 23-08-2022 22-08-2023 t.65%

9 Pressure Gauge Fiebig PG-42-L6 o-42 1.0 KglCm'z 220800961PR/8 23-08-2022 22-08-2023 2.74%

10 Pressure Gauge Fiebig PG-70-L7 0-70 2.0 KglCm2 22080096/PR/70 23-08-2022 22-08-2023 t.84%
I
I Pressure Gauge Fiebig PG-70-18 0-70 2.OKg/Cm2 22080096/PR/7r 23-08-2022 22-08-2023 L.74%

!2 Pressure Gauge Fiebig PG-7-030 0-7 0.20 Kg/Cm2 22/M-2402 28.72.2023 \qt%
13 Pressure Gauge Fiebig PG-7-03L o-7 0.20 Kg/Cm2 22/M-2403 29.r2.2022 28.t2,2023 0.96%

I+ Pressure Gauge Fiebig PG=r-4-001 0-t4 0.20 Kg/Cm2 22/M-2408 29.1'2.2022 28,12,2023 0.87%

1s Pressure Gauge Fiebig PG-14-002 0-t4 0.20 KglCm'? 22/M-2409 28.]-2.2023 0,87%

t6 Pressure Gauge Fiebig PG-14-003 0-L4 O.20 Kg/Cm2 22/M-241,0 28,L2.2023 0.79%

77 Pressure Gauge Fiebig PG-14-004 0-1,4 0.20 KglCm2 22/M-247r 29.12.2022 29.12.2023 O.860/o

18 Pressure Gauge Fiebig PG-14-005 0-L4 0.20 Kg/Cm2 22/M-24r2 o.90%

x9 Pressure Gauge Fiebig PG-14-006 0-14 O.2OKg/Cmz 22/M-2413 29.I2.2p22 28.t2,2023 o 87%

20 Pressure Gauge Fiebig PG-74-32 0-14 0.20 KElCmz 22/M-2404 29.t2.2022 28.12.2023 0,93%

21 Pressure Gauge Fiebig PG-14-33 0-L4 0.20 Kg/Cm2 22/M-240s 28.L2.2023 o.13%

22 Pressure Gauge Fiebig PG-14-34 o-14 0.20 Kg/Cm'z 22/M-2406 29.12.2022 0,92%

23 Pressure Gauge Fiebig PG-14-35 0-1,4 0.20 Kg/Cm2 22/M-2407 29.12.2022 28.L2.2023 0.84%

24 Pressure Gauge Fiebig PG-17.s-36 o-r7.5 0.50 KglCm'z 22/M-241,4 29.t2.2022 28.72.2023 4,89%

Pressure Gauge Fiebig PG-17.5-37 0-17.s 0.50 KglCm'z 22/M-24ts 29.t2.2022 28.72.2023 o.98%

26 Pressure Gauge Fiebig PG-17.5-38 o-17.5 0.50 KglCm'z 22/M-24L6 29.I2.2022 28.I2.2023 0.86%

27 Pressure Gauge Fiebig PC-17.5-39 o-r7.5 0.50 KglCm'z 22/M-2417 29.72.2022 28.t2.2023 0.96%

28 Pressure Gauge Fiebig PG-21-045 0-27 0.50 KglCm'z 22/M-2478 0.95%

29 Pressure Gauge Fiebig PG-28-40 0-28 L.0 KglCm'z 22/M-24r9 29.t2.2022 28,I2.2023 4.94%

30 Pressure Gauge Fiebig PG-28-4L o-28 L.0 KglCm2 22/M-2420 29.12.2022 0.91%

31 Pressure Gauge Fiebig PG-28-42 o-28 t.OKglCm2 22/M-2421 2s.!).2ozz 28,72.2:023 0.95o/o

32 Pressure Gauge Febg PG-28-43 0-28 1.0 Kg/Cm'z 22/M-2422 29.12.2022 28.r2.2023 0.84%

33 Pressure Gauge Fiebig PG-2.L/46 0-2.t 0.10Kg/Cm'z 22/M-27 02,0t.2023 01.0L.2024 0.68%

34 Pressure Gauge Fiebig PG-2.1/47 0-2.L 0.10Kg/Cm'z 22/M-28 o1.0r.2024 0.02%

35 Pressure Gauge Fiebig PG-4.2/48 o-4.2 0.10Kg/Cm'z 22/M-29 02.ot.2023 01.01.2024 0.75%


